Comparison of different serotests for specific Toxoplasma IgM-antibodies (ISAGA, SPIHA, IFAT) and detection of circulating antigen in two cases of laboratory acquired Toxoplasma infection.
Two symptomatic Toxoplasma infections of laboratory personnel have been serologically followed up for 5.5 and 10 months, respectively. Results obtained by commonly used test systems (indirect fluorescent antibody tests for IgG and IgM antibodies, complement fixation test) were compared with those of two recently developed and improved tests for IgM detection (immunosorbent agglutination assay [ISAGA] and solid-phase indirect haemadsorption assay [SPIHA] as well as with those of a test designed for the detection of circulating antigen (cag-ELISA).